Dynamic stabilization of the magnetic field surrounding the neutron electric dipole moment spectrometer at the Paul Scherrer Institute


Citation: Journal of Applied Physics 116, 084510 (2014); doi: 10.1063/1.4894158

View online: http://dx.doi.org/10.1063/1.4894158

View Table of Contents: http://scitation.aip.org/content/aip/journal/jap/116/8?ver=pdfcov

Published by the AIP Publishing

Articles you may be interested in

Design of a magnetic shielding system for the time of flight enhanced diagnostics neutron spectrometer at Experimental Advanced Superconducting Tokamak

A measurement system for an automatic survey of low frequency magnetic and electric fields

Ring-type electric current sensor based on ring-shaped magnetoelectric laminate of epoxy-bonded Tb 0.3 Dy 0.7 Fe 1.92 short-fiber/NdFeB magnet magnetostrictive composite and Pb(Zr, Ti)O 3 piezoelectric ceramic
J. Appl. Phys. 107, 09D918 (2010); 10.1063/1.3360349

Vector measurements with combined magnetic and electric field sensors

Characterization and analysis of a novel hybrid magnetoelectronic device for magnetic field sensing
J. Vac. Sci. Technol. A 18, 1834 (2000); 10.1116/1.582432
Dynamic stabilization of the magnetic field surrounding the neutron electric dipole moment spectrometer at the Paul Scherrer Institute


1 Paul Scherrer Institute, Villigen, Switzerland
2 Institute for Particle Physics, Eidgenössische Technische Hochschule, Zürich, Switzerland
3 Jagellonian University, Cracow, Poland
4 University of Fribourg, Switzerland
5 Laboratoire de Physique Corpusculaire, Caen, France
6 Laboratoire de Physique Subatomique et de Cosmologie, Grenoble, France
7 Institut für Physik, Johannes-Gutenberg-Universität, Mainz, Germany
8 Henryk Niewodniczański Institute for Nuclear Physics, Cracow, Poland
9 Institut für Kernchemie, Johannes-Gutenberg-Universität, Mainz, Germany
10 Katholieke Universiteit, Leuven, Belgium
11 Centre de Sciences Nucléaires et de Sciences de la Matière, Université Paris Sud-CNRS/IN2P3, Orsay, France
12 Physikalisch Technische Bundesanstalt, Berlin, Germany

(Received 7 March 2014; accepted 18 August 2014; published online 28 August 2014)

The Surrounding Field Compensation (SFC) system described in this work is installed around the four-layer Mu-metal magnetic shield of the neutron electric dipole moment spectrometer located at the Paul Scherrer Institute. The SFC system reduces the DC component of the external magnetic field by a factor of about 20. Within a control volume of approximately 2.5 m × 2.5 m × 3 m, disturbances of the magnetic field are attenuated by factors of 5–50 at a bandwidth from 10−3 Hz up to 0.5 Hz, which corresponds to integration times longer than several hundreds of seconds and represent the important timescale for the neutron electric dipole moment measurement. These shielding factors apply to random environmental noise from arbitrary sources. This is achieved via a proportional-integral feedback stabilization system that includes a regularized pseudoinverse matrix of proportionality factors which correlates magnetic field changes at all sensor positions to current changes in the SFC coils. © 2014 AIP Publishing LLC.

I. INTRODUCTION

In this work, we describe the setup and performance of a stabilization system which monitors the environmental magnetic field and compensates for magnetic disturbances at several points around the respective control volume of roughly 10 m3 in size. This surrounding field compensation (SFC) system is an important part of the neutron electric dipole moment (nEDM) experiment, located at the ultracold neutron (UCN) source of the Paul Scherrer Institute (PSI) in Villigen, Switzerland.

Ultracold neutrons have very low energies, below about 300 neV, and thus can be trapped in bottles and observed for times comparable to the lifetime of the free neutron. This fact makes them an excellent tool to search for a possible electric dipole moment of the neutron, which is considered to be one of the most important experiments in particle physics (see, e.g., Refs. 7–9) and will contribute to answering the fundamental questions on the origin of the matter-antimatter asymmetry observed in our universe. An introduction to UCN and the nEDM can be found in Ref. 10.

The nEDM experiment at PSI applies the Ramsey method of separated oscillatory fields11 to spin-polarized UCN confined in a precession chamber located in the center of a vacuum tank inside a four layer Mu-metal magnetic shield. The sensitivity of the experiment depends on the stability of the internal magnetic field and field gradients inside the UCN storage chamber. Thus, of paramount importance for the measurement sensitivity are (i) a four-layer cylindrical magnetic shield made of Mu-metal (a high permeability NiFe-alloy) around the vacuum tank and (ii) very high—tens of femtotesla—precision magnetometers in and around the UCN storage chamber to monitor the internal magnetic field changes. The stability and homogeneity of the magnetic field inside the shield depends on a large extent on the magnetization state of the Mu-metal. In order to maintain a stable magnetization, the surrounding magnetic field must be as stable as possible for magnetic field changes with frequencies

---

aPresent address: University of Washington, Seattle, Washington, USA.
bAuthors to whom correspondence should be addressed. Electronic addresses: beatrice.franke@psi.ch and bernhard.lauss@psi.ch
cPresent address: Max Planck Institute of Quantum Optics, Garching, Germany.
dPresent address: Michigan State University, East Lansing, Michigan, USA.
below a few Hz. To fulfill this task, the SFC system was set up around the Mu-metal shield. It provides a static compensation of the Earth’s magnetic field and additionally a dynamic compensation for the environmental magnetic field changes.

Our distinctive approach to the SFC system, described in detail in Ref. 12, uses a regularized pseudoinverse matrix of proportionality factors in the feedback algorithm and, thereby, avoids introducing noise in orthogonal directions (as, e.g., in Ref. 13). This allows us to stabilize the magnetic field simultaneously at many positions within the control volume. Our approach builds on previous experimental efforts at PSI14 which used a simple dynamic magnetic field stabilization system. An overview of other magnetic field compensation systems published before the year 2005 can be found in Ref. 14.

While active surrounding magnetic field compensation is a necessity for high-sensitivity nEDM searches, it is also used in other particle physics experiments in order to achieve isotropic detector performance,15 in bio-magnetism,16,17 and in medical research18,19 to improve signal and image quality.

This article is arranged in the respective sections as follows: Section II, characteristics of the SFC system; Sec. III, feedback algorithm for dynamic compensation; Sec. IV, method used for quantifying the performance via a shielding factor; Sec. V, the system performance, and Sec. VI, conclusions and outlook.

II. SYSTEM CHARACTERISTICS

A. Overview

The six rectangular coils of the SFC, labeled the (X±), (Y±), and (Z±)-coils, consist of copper wires with 6 mm² cross section, mounted on aluminum frames, which are designed out of electrically isolated and ungrounded bars. They approximate a Helmholtz configuration as shown in Figs. 1 and 2. Table I summarizes important properties of the coils.

The origin of the experiment coordinate system is set at the center of the magnetic shield, which coincides with the center of the vacuum tank. Each coil pair is centered at this origin as well as possible, given physical constraints such as the presence of concrete blocks that are part of the biological shielding of the UCN source. The maximum offset from the center along any of the axes is less than 0.2 m.

The coils are driven by unipolar power supplies from FuG, type NTN350-35 and NTN700-35. These can provide 350 W and 700 W at a maximum voltage of 35 V. These power supplies are specified to a relative accuracy of 0.2% by the manufacturer. We have verified that the current can be controlled with 16-bit resolution. Usually, the power supplies are operated at 70% to 90% of maximum current. Software-controlled solid state relays were added to the system to allow change of coil polarity. This was necessary because the superconducting test facilities SULTAN20,21 and EDIPO,22 at an approximate distance of 30 m from our setup, can cause a polarity change of the magnetic field in the horizontal plane at our experimental site during magnet ramping.

The surrounding magnetic field is monitored with ten three-axis fluxgate magnetometers from Bartington, type Mag-03 MCL70 or MCTP70, mounted at the corners of the aluminum support structure of the Mu-metal shield, as shown in Fig. 1. The nomenclature of the sensors follows the pattern of fluxgate numbers FG 0–9 and their three orthogonal sensors in experiment coordinates: \{0x, 0y, 0z, ..., 9x, 9y, 9z\}. Due to a sensor failure, fluxgate 4 (FG 4) was removed from the system. However, the entire system and signal treatment was developed to accommodate up to 30 sensors.
TABLE I. SFC coil dimensions, electromagnetic properties, and the static currents that are applied to the coils to compensate for the DC component of the surrounding magnetic field. The values for resistances and inductances were extracted from impedance measurements which were done at frequencies between 0.5 Hz to 8 kHz with the complete nEDM setup installed.

<table>
<thead>
<tr>
<th>Coil</th>
<th>X+ (m)</th>
<th>Y+ (m)</th>
<th>Z+ (m)</th>
<th>X− (m)</th>
<th>Y− (m)</th>
<th>Z− (m)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Long side</td>
<td>7.9</td>
<td>8.2</td>
<td>8.4</td>
<td>7.9</td>
<td>8.4</td>
<td>8.0</td>
</tr>
<tr>
<td>Short side</td>
<td>6.1</td>
<td>6.0</td>
<td>5.9</td>
<td>6.1</td>
<td>5.9</td>
<td>5.8</td>
</tr>
<tr>
<td>Pair separation</td>
<td>4.2</td>
<td>5.1</td>
<td>4.2</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Windings</td>
<td>18</td>
<td>9</td>
<td>12</td>
<td>18</td>
<td>9</td>
<td>12</td>
</tr>
<tr>
<td>Resistance (Ω)</td>
<td>2.0</td>
<td>2.0</td>
<td>1.0</td>
<td>2.0</td>
<td>2.0</td>
<td>1.3</td>
</tr>
<tr>
<td>Inductance (mH)</td>
<td>8</td>
<td>2</td>
<td>4</td>
<td>8</td>
<td>2</td>
<td>4</td>
</tr>
<tr>
<td>Static current (A)</td>
<td>8.7</td>
<td>7.3</td>
<td>14.0</td>
<td>8.7</td>
<td>7.3</td>
<td>14.0</td>
</tr>
</tbody>
</table>

The sensor signals are sampled with two 16-bit multiplexing analog-to-digital converters (ADC) at a rate of 15.45 kHz per sensor. Before sampling, the signals are filtered by a passive low-pass filter with 43 Hz bandwidth which was chosen to suppress aliasing at the least significant bit level. The high sampling frequency, in combination with analog and digital filters, provides a high amplitude resolution of the sensor signal.

The same filters also ensure that the feedback system operates at frequencies significantly lower than the smallest magnetic resonance frequency in our system which is ~8 Hz from a $^{199}$Hg magnetometer. Under these conditions, the data acquisition (DAQ) system has an internal noise floor of ~10 pT/√Hz, which corresponds approximately to the intrinsic sensor noise.

The SFC control software has two operation modes: (i) static, where the currents in the coils are constant and compensate the DC component of the ambient field; the stability of the current output was measured to be at the $10^{-5}$ level with an ohmic resistance as load; (ii) dynamic, where a digital feedback loop monitors the magnetic field and controls the currents at an iteration rate of 6 Hz, which is limited by the slow inherent settling time of the coil power supplies.

All relevant system properties are averaged if necessary and written to file at a rate of 1 Hz.

C. Magnetic field characteristics at the nEDM site

The environmental surrounding magnetic field components in the experiment coordinate system are given by

$$B_{\text{surrounding}} = \begin{pmatrix} x \\ y \\ z \end{pmatrix} \approx \begin{pmatrix} +37 \mu T \\ +10 \mu T \\ -41 \mu T \end{pmatrix}$$ (1)

at the coordinate system origin, measured before the experiment and the Mu-metal shield were installed, and with SULTAN and EDIPO turned off. The magnitude of this field is dominated by the Earth’s magnetic field. Additional static magnetic field contributions originate from the typical environment at large research facilities, e.g., radiation shielding made of iron and concrete, steel columns of building walls, etc. Gradients in the surrounding magnetic field and the distortion of the flux density due to the Mu-metal cause absolute magnetic field values measured at single fluxgate positions to range up to 85 μT.

Field perturbations during day-time occur rather frequently on a level of a few hundreds of nT. Fig. 3 shows a ~1000 s long snapshot of the field measured with a fluxgate sensor (a) or a Cs magnetometer (b). Inside the Mu-metal shield, the variations are observed with highly sensitive cesium magnetometers operated inside in the 1 μT magnetic holding field. All ten installed Cs magnetometers show a similar behavior and observe a strongly reduced amplitude. This confirms the passive shielding factor of our Mu-metal shield of order $10^4$.

In order to demonstrate already here the power of our stabilization setup, we plot for comparison a similar situation with the field compensation working in dynamic mode (see Sec. III). Figs. 3(c) and 3(d) reflect the situation for a standard day-time data taking period. (c) displays the measured field and the one calculated to be the original uncompensated field (see Eq. (13)). The suppression of the disturbances is obvious. In (d), the corresponding measurement with a Cs magnetometer demonstrates that only one large field spike is not compensated sufficiently and observed inside the shield.

The largest disturbance at the nEDM site occurs during regular field ramps of the neighboring SULTAN facility, a situation where nEDM measurements are stopped. Fig. 4(a) shows the observed ~7.7 μT field change caused by a 2.5 T...
ramp at the position of sensor 5 at the position of sensor 5 without dynamic field compensation. At the same time, the Cs magnetometer inside the Mu-metal shield observes a field change of about 180 pT (Fig. 4(b)). The measured field change caused by a 5 T ramp with dynamic field compensation on is plotted in Figs. 4(c) and 4(d). Outside the shield, this disturbance is reduced by a shielding factor of about 20. The ten available Cs magnetometers inside the shield show corresponding shielding factors between 11 and 24. Clearly, we can state that the suppression of disturbances by dynamic SFC and passive magnetic shield multiply.

The bandwidth of magnetic noise or perturbations which the compensation system is able to attenuate extends from 0.5 Hz down to $10^{-3}$ Hz. This corresponds to time ranges of seconds to hours, which are the important time scales for the nEDM experiment. Single nEDM measurements last from about 100 s up to 300 s, and measurement sequences for one parameter set take several hours. Therefore, the

---

**FIG. 3.** Measurement of the magnetic field at the nEDM site during day-time using sensor 2z (a) and (c), and Cs magnetometer 16 inside the Mu-metal shield (b) and (d). (a) The measured uncompensated field shows up to 300 nT large variations; (b) the Cs reading with smaller variations at the same time, reflecting the shielding of the Mu-metal shield. (c) SFC in dynamic mode; the measured compensated field (lower red curve) and the uncompensated field (upper black curve); (d) the corresponding Cs reading showing that all field variations were smaller than the magnetometer noise. Only one large field spike of more than 250 nT – 700 nT in the uncompensated field – at $T = 2530$ s is also observed inside the shield.

**FIG. 4.** Measurement of the magnetic field at the nEDM site during a field ramp of the SULTAN facility using sensor 5z (a) and (c), and Cs magnetometer 16 inside the Mu-metal shield (b) and (d). (a) and (b) display the observed field change without dynamic compensation, (c) and (d) with the SFC in dynamic mode.
magnetic field should be stable over such time scales. Magnetic noise within this bandwidth is created at the site by neighboring experiments, passing vehicles, cranes, and other moving objects.

The stability of the magnetic field can be quantified via the Allan deviation \( \sigma_{\text{ADEV}} \), which is a function of integration time \( \tau \):

\[
\sigma_{\text{ADEV}}(\tau) = \sqrt{\frac{1}{2(N-1)} \sum_{i=1}^{N-1} \left( B_{i+1}^{(\tau)} - B_{i}^{(\tau)} \right)^2},
\]

where \( N = T/\tau \) with \( T \) being the total time of the measurement and \( B_{i}^{(\tau)} \) the average magnetic field of the subsample \( i \) over time \( \tau \). The Allan deviation of time \( \tau \) is thus a measure of the average stability of the magnetic field at integration time \( \tau \). As shown in Fig. 5, typical stability levels without dynamic stabilization range from 10 nT to 100 nT during daytime—without ramps—and below 1 nT at nighttime and on weekends.

D. Performance limitations

The performance of the SFC is not only limited by its response bandwidth but also by the number of adjustable coil currents, resulting in six degrees of freedom. A system of six coils generates fields dominated by constant terms and coil currents, resulting in six degrees of freedom. A system response bandwidth but also by the number of adjustable

contains eight independent parameters: three homogeneous field components and five independent parameters of the gradient tensor. Thus, the compensation system is most effective at attenuating uniform magnetic field changes, e.g., from magnetic field sources located far away. Perturbations with their origin very close to, or even inside the SFC volume, can only be partially attenuated. Therefore, care must be taken to keep sources of magnetic noise away from the sensitive volume of the experiment.

III. FEEDBACK ALGORITHM FOR DYNAMIC COMPENSATION

A. Structure of the feedback algorithm

In this work, the currents \( I \) and magnetic field values \( B \) are summarized in arrays of size 6 and 27, corresponding to the respective coils (index \( j \)) and field sensors (index \( k \)). An array, as well as each array element, can have a superscript index \( n \) referring to an iteration of the feedback loop, e.g., \( I_n \) is the current in coil \( j \) in iteration \( n \). This indexing convention is summarized in Table II.

A flow chart of the main structure of the SFC control algorithm is given in Fig. 6. In static mode, constant currents, \( I^0 \), are applied to all coils. During standard magnetic field conditions (SULTAN and EDIPO not in operation), the control system applies the currents given in Table I. They partly compensate for the DC component of the environmental field and yield low absolute magnetic field values (Sec. V A). The target-value of the magnetic field \( B_{\text{target}} \) is not predefined within the feedback algorithm. Instead, when switching from static to dynamic mode, the target-value \( B_{\text{target}} \) is set to the actual read-value of the magnetic field \( B_{\text{read}} \) at the instant of switching to avoid sudden field changes. Once magnetic field perturbations occur, the read-value \( B_{\text{read}} \) will change and deviate from the target-value. Within each iteration \( n \) of the feedback loop, the difference between \( B_{\text{read}} \) and \( B_{\text{target}} \) should be reduced by determining an appropriate array of six new current set-values \( I_n \).

The distinctive feature of the algorithm is a matrix of proportionality factors which correlate magnetic field changes at all sensor positions to current changes in the SFC coils. This matrix (Sec. III B) is used to calculate the new current set-values in each iteration of the feedback loop (step D). Before the matrix can be included as a constant into the feedback loop, it has to be inverted and regularized once (see Sec. III C). Approaches containing a regularized or truncated pseudoinverse are also known from bio-magnetometry,27,28 where the sources of magnetic signals (e.g., from magnetically targeted drugs) are derived from measured magnetic

TABLE II. Summary of the indices for feedback iteration, coils, and sensors.

<table>
<thead>
<tr>
<th>Index</th>
<th>Quantity</th>
<th>Values</th>
</tr>
</thead>
<tbody>
<tr>
<td>( n )</td>
<td>Feedback iteration</td>
<td>{1, 2, 3, \ldots}</td>
</tr>
<tr>
<td>( j )</td>
<td>Coil</td>
<td>{X, Y, Z}</td>
</tr>
<tr>
<td>( k )</td>
<td>Sensor</td>
<td>{0x, 0y, 0z, \ldots, 9x, 9y, 9z}</td>
</tr>
<tr>
<td>( k' )</td>
<td>Feedback sensor</td>
<td>Subset of ( k )</td>
</tr>
</tbody>
</table>
These proportionality factors (with units of nT/A) are summarized in a $27 \times 6$ matrix $M$ which is defined as:

$$B_k = \sum_j M_{kj} \cdot I_j.$$  

In the SFC setup, the matrix elements, i.e., the proportionality factors (hereafter used synonymously), vary by three orders of magnitude and reach values of up to a few 1000 nT/A. Their magnitudes depend on the orientation and specific position of the sensors, the distances to the SFC coils and the magnetic shield, and on irregularities of the Mu-metal, such as overlaps, feedthroughs, and welded joints. A color map of the absolute values of the matrix elements $M_{kj}$ is shown in Fig. 7. A pattern is recognizable and each sensor has the largest response to the particular coil which corresponds best to its orientation and position. For example, the largest matrix element of sensor 0x is $M(0x, X+)$ since it is aligned in the x-direction and mounted on the (X+)-side of the shield.

2. Including the proportionality matrix into a proportional-integral feedback algorithm

In order to reduce the difference between $B^\text{read}$ and $B^\text{target}$ in a feedback loop, a compensating magnetic field has to be generated by modifying the coil currents. This new current is calculated by inverting Eq. (3). Since $M$ is not a square matrix, we use the Moore-Penrose pseudoinverse\textsuperscript{31,32} hereafter named pseudoinverse or $M^{-1}$. Thus, when evaluating the change ($\Delta I$) to a new current set-value, all 27 available sensors $B_k$ can be taken into account:

$$\Delta I_j = \sum_k M^{-1}_{jk} \cdot (B^\text{target}_k - B^\text{read}_k) = \sum_k M^{-1}_{jk} \cdot \Delta B_k,$$

where $\Delta B_k$ is the difference between the target-value and the read-value of sensor $k$.

To improve the stabilizing effect of dynamic SFC, the number of feedback sensors should theoretically be as high as possible. However, using all available sensors as feedback sensors has the disadvantage that there are then no reference sensors left and no information about the magnetic field stability at non-stabilized points is available. To avoid this, and to investigate the influence of the number of feedback sensors on the achieved stabilization, we tested the process with a subset of size $6 < k' < 27$. Inserting Eq. (4) into a proportional-integral (PI) feedback algorithm yields the following formula for each current set-value at iteration $n$:

![Diagram of the SFC control algorithm](image-url)
where \( I_j^0 \) are the coil currents at the moment of switching into dynamic mode (Fig. 6, step A). The compensation can be tuned individually with the proportional and integral gains \( x_j^P \) and \( x_j^I \) for each coil \( j \). \( \Delta I_j^P \) is given by

\[
\Delta I_j^P = \sum_{k} M^{-1}_{kj} \cdot \Delta B_{k}^\text{rand},
\]

where \( M^{-1} \) is the pseudoinverse of a submatrix of \( M \) which contains only the proportionality factors \( M_{kj} \) of the chosen \( K' \) sensors used for the feedback. The dimension of \( M^{-1} \) is thus \( 6 \times K' \).

### C. Matrix inversion and regularization

The pseudoinverse of a matrix \( M \) is calculated via the singular value decomposition:

\[
M = U \cdot V \cdot W^T \Rightarrow M^{-1} = W \cdot V^{-1} \cdot U^T,
\]

where \( U \) and \( W \) are unitary matrices and \( V \) is a real diagonal matrix of the same dimensions as \( M \), which contains the singular values \( v_j \) of \( M \).

Tests showed that applying the method described so far yields unsatisfactory results for our feedback system as the stability of the magnetic field decreased in the dynamic mode. This can be explained by the large differences in magnitude between the individual matrix elements \( M_{kj} \), i.e., the matrix is ill-conditioned. As a consequence, sensors with smaller matrix elements \( M_{kj} \) have larger weights after matrix inversion. Noise on one of these sensors will then be overcompensated and lead to instabilities. Such effects are accompanied by large amplitudes in the currents \( \Delta I_j^P \) during dynamic stabilization. In order to avoid such noise amplification, a regularization is applied to the inversion, in our case, a Tikhonov regularization. \( \beta \) is the regularization parameter with a range of \( -\infty < r < \infty \).

The limit \( r \to +\infty \) corresponds to the non-regularized pseudoinverse of the matrix \( M \). Setting \( r \) to \( +\infty \) will result in \( V_{ij}^{-1} \to 0 \), and, from Eq. (7), it will also result that \( M^{-1} \to 0 \). The regularization has the greatest effect when \( \beta \) is of the order of \( v_j \), which corresponds to approximately \( 2 \leq r \leq 4 \) in our case.

#### 1. Determination of the regularization parameter

We simulated a simplified compensation model which includes the measured proportionality factors \( M_{kj} \) in order to choose an appropriate value of \( r \). A flow chart of the concept is shown in Fig. 8.

First (step A in Fig. 8), for the chosen number of feedback sensors \( K' \), magnetic field values are picked at random, from a normal distribution that is based on the noise spectrum observed at the apparatus in the bandwidth of interest, to form \( B_{k}^\text{rand} = \{B_{k}^1, B_{k}^2, \ldots, B_{k}^{K'}\} \).

Next (step B), an array of simulated current set-values \( I_j^{\text{sim}} \) is calculated using Eq. (6):

\[
I_j^{\text{sim}}(r) = \sum_k (M^{-1}_{kj}(r))^\text{reg} \cdot (-B_k^\text{rand}).
\]

As a figure of merit, the root mean square (RMS) of the currents, \( \Gamma \), is defined as a function of \( r \):

\[
\Gamma(r) = \sqrt{\frac{1}{6} \sum_{j=1}^{6} (I_j^{\text{sim}}(r))^2}.
\]

In the following example, we used 30 different sets of \( B_{k}^\text{rand} \) indexed with \( m = 1\ldots30 \). The 30 resulting \( \Gamma(m)(r) \) for the different \( B^\text{rand} \) are plotted in Fig. 9 with each \( m \) indicated in a different color. With increasing regularization parameter, the magnitude of the currents in the SFC coils decreases. Lower compensation currents (not the DC part though) indicate smaller overcompensation, but if currents are too small, the stabilizing effect will vanish; hence, a compromise has to be found. The resulting magnetic field \( B^* \) is a superposition of the perturbation \( B^\text{rand} \) and the field caused by \( I^{\text{sim}} \). This field can be calculated with the original submatrix \( M \) of the feedback sensors \( K' \) (step C). Thus \( B^* \) as function of \( r \) is given by:

\[
B^* = M^{-1} \cdot \Delta B^\text{rand}.
\]
In order to find the optimal value for $r$, it is convenient to normalize $\Gamma$ and $R$ such that their minimum and maximum values lie between 0 and 1. The resulting quantities $\Gamma_{m}^{\text{norm}}(r)$ and $R_{m}^{\text{norm}}(r)$ are shown in Fig. 11. The regularization parameter $r$ is finally determined in the following way (step E): 1000 different random values of $B_{r}^{\text{rand}}$ are generated.

For each random perturbation, the values of $r$ corresponding to $\Gamma_{m}^{\text{norm}} = 0.5$ and to $R_{m}^{\text{norm}} = 0.5$ (as indicated in Fig. 11 by the horizontal solid grid-line) are stored. These 2000 values of $r$ are then averaged. In the model example shown here, the final result of the described procedure is $r_{\text{final}} = 3.3$. The regularized pseudoinverse resulting from $r_{\text{final}}$ is then fixed in the feedback algorithm.

A further fine tuning of the feedback behavior is possible via $x^{P}$ and $x^{T}$. Using different amplitudes and widths for the normal distribution from which we extract $B_{r}^{\text{rand}}$, we have found that the qualitative behavior of $\Gamma_{m}^{\text{norm}}$ and $R_{m}^{\text{norm}}$ does not depend on the magnitude of the perturbation. The specific dependence on the regularization parameter $r$ is rather a property of the matrix itself, i.e., of the particular subset of chosen feedback sensors. Each time a different set of feedback sensors is used, $r$ is re-determined in the way described above and the resulting regularized pseudoinverse is inserted into the feedback algorithm.

In general, we can compare tuning $x^{P,T}$ to changing $r$: in Fig. 11, one can see that close to the chosen value of the regularization parameter, the dependency of the current on $r$ can be approximated to be linear. In this way, the final fine tuning of the system can be achieved without recalculating a new regularized matrix. $x^{P,T}$ are finally chosen to achieve a fast system response and avoid overshooting. Further detailed information about gain tuning can be found in Ref. 12.

IV. A METHOD TO QUANTIFY THE SFC

A. General comments on shielding factors

There exist many different approaches to quantifying the performance of an active stabilization system for

![Fig. 9. RMS of simulated currents $\Gamma_{m}$ versus regularization parameter $r$ for 30 different sets $m$ = 1 to 30 of random perturbations $B^{\text{rand}}$. For details see text.](Image)

![Fig. 10. Ratio $R_{m}$ plotted versus regularization parameter $r$ for 30 different sets of random perturbations $B^{\text{rand}}$. Plot description as in Fig. 9; the result of the same 30 perturbation sets is shown.](Image)

![Fig. 11. Combined plot of $\Gamma_{m}^{\text{norm}}$ and $R_{m}^{\text{norm}}$ versus regularization parameter $r$ for the same 30 perturbation sets shown in Figs. 9 and 10. The same color code applies. The average over the values at $\Gamma_{m}^{\text{norm}} = R_{m}^{\text{norm}} = 0.5$ determines the final choice of $r$.](Image)
magnetic fields, depending on each specific setup. Often shielding factors include the passive shielding provided by a high permeability magnetic shield, such as our Mu-metal shield, which is usually one order of magnitude per shielding layer at frequencies around 1 Hz and increasing for higher frequencies, as, e.g., in Ref. 35. It is also common to investigate the shielding performance with artificial noise sources such as dedicated coils. Such tests have limited significance since the coils are often of the same geometry as the compensation coils and thus generate a similar field. Furthermore, the excitation coils are typically mounted with their axes parallel to one of the axes of the compensation setup. As a consequence, the shielding factors are only determined for one direction, neglecting the fact that one-dimensional corrections can increase the noise level in orthogonal directions. This is referred to as cross-axis interference in Ref. 36. Realistic shielding factors for arbitrary environmental magnetic noise are usually much smaller. They are also more difficult to estimate, since random noise, as typically present in an accelerator facility such as ours, cannot be easily reproduced. The method presented here allows determining the shielding factors of all sensors in a single measurement and does not rely on comparing measurements with compensation “on” vs. “off”.

B. Definition of the shielding factor

To investigate the impact of the SFC on the stability of the magnetic field, the measured field is interpreted as a superposition of the uncompensated field and the additional magnetic field created by the SFC coils at all sensor positions:

\[
B_{k}^{\text{meas}} = B_{k}^{\text{uncomp}} + B_{k}^{\text{coils}}. \tag{13}
\]

The field generated by the coils can be calculated via

\[
B_{k}^{\text{coils}} = \sum_{j} M_{kj} \cdot I_{j}, \tag{14}
\]

and the magnetic field without the compensation effect \(B_{k}^{\text{uncomp}}\) can be extracted. The applied current values \(I_{j}\) as measured by the coil power supplies are used. The Allan deviation (Eq. (2)) is used as a measure of the magnetic field stability. Comparing \(\sigma_{\text{ADEV}}\) of \(B_{k}^{\text{uncomp}}\) to that of the measured magnetic field \(B_{k}^{\text{meas}}\) reveals if the noise level is decreased by applying the SFC in dynamic mode. The ratio of both \(\sigma_{\text{ADEV}}\) shows the factor by which the stability was improved at a given integration time \(\tau\) for each specific measurement, independent of any reproducibility of the surrounding magnetic field properties. The active shielding factor \(S_{k}\) for each sensor is thus defined as

\[
S_{k}(\tau) = \frac{\sigma_{\text{ADEV}}(B_{k}^{\text{uncomp}})}{\sigma_{\text{ADEV}}(B_{k}^{\text{meas}})}, \tag{15}
\]

regardless whether \(k\) is a feedback sensor or not. \(S_{k}\) therefore reflects the improvement under real environmental conditions.

The largest possible integration time \(\tau\) for a time series of length \(T\) is \(T/2\). For computational reasons, we calculate the shielding factor only for \(\tau = 1, 2, 4, \ldots, 2^{n}\) s. Thus, each time, series under consideration is truncated to \(T' = 2^{n_{\text{max}}} \leq T\). In this way, the same portion of the time series is regarded for each \(\tau\). \(S_{k}(\tau_{\text{max}})\) is omitted in the plots shown in Sec. V. The length of the measured time series was at least four times the largest given integration time.

A measurement with SFC in static mode, where the DC component of the environmental field is compensated, results in \(S = 1.00000 \pm 0.00001\) for all integration times \(\tau\) and therefore confirms the validity of the shielding factor definition. This demonstrates that including the coil currents in the shielding factor calculation (Eq. (14)) does not significantly affect the shielding factor values.

The statistical errors on the level of single magnetic field measurements have a negligible contribution to the shielding factor. The observed spread of shielding factors at various positions (plotted for several conditions in Sec. V) represents in our experience a measure for the uncertainty of the shielding factor.

V. PERFORMANCE OF THE SFC SYSTEM

A. Reduction of the DC component of the magnetic field around the Mu-metal shield

The amplitudes of magnetic perturbations are usually much smaller than the absolute value of the surrounding magnetic field given in Eq. (1). Thus, for the static operation mode, a set of standardized currents was derived (Table I), which decreases the absolute value of the surrounding magnetic field to at least below 10 \(\mu\)T at all sensor positions, but exceptions up to 15 \(\mu\)T may occur at two sensor positions. These standard currents are also set during the demagnetization procedure of the shield. The average DC reduction factor \(\frac{1}{3} \sum_{k} |B_{k}^{\text{uncomp}}|/|B_{k}^{\text{meas}}|\) is about 20 or larger.

B. Performance of the SFC with six independent fluxgate sensors

In a simple feedback mode, six sensors are used to control the six SFC coil currents as listed in Table III via six independent control loops.

The fluxgate sensors FG 1(x,y,z) and FG 5(x,y,z) were located at positions 1' and 5' (full circles in Fig. 1). Each position is at the crossing point of the three coil planes. There, the smallest value for the response of fluxgate sensors orthogonal to the axis of a given coil was found. The signal was about 10% of the sensor parallel to the coil axis. The stabilization worked well only at the positions of the feedback sensors. The stabilizing effect showed a huge discrepancy among the feedback sensors and all other sensors, as shown in Fig. 12. The shielding factor for the feedback...
sensors (dashed lines) reached values up to $10^3$ and above for $\tau \geq 1000$ s, while other sensors showed low values from 2 to 4 or even indicated a decrease in stability in dynamic mode, e.g., $S_{dc} < 1$, (Fig. 12, bottom). Such a decrease of stability was even more prominent in magnetically quiet times when very small perturbations at the positions of FG 1 or FG 5 were overcompensated and projected onto the entire control volume.

C. Comparison of the SFC performance with twelve feedback sensors with a non-regularized and a regularized matrix

The shielding factors $S_j$ measured with twelve feedback sensors, using a non-regularized pseudoinverse of the matrix of proportionality factors, are shown in Fig. 13. The feedback sensors were distributed over the entire control volume with an equal number of $x$-, $y$-, and $z$-sensors. The monitor sensors are depicted with solid lines. Gains $\alpha_j = \alpha_j = 0.5$ were used for all $j$. The measured shielding factors were spread over a wide range, and most of them were below one. Thus, the stability of the magnetic field was significantly decreased, caused by overcompensation of noise in sensor $0x$, which showed a factor of four stability improvement. In order to mitigate this overcompensation, a regularization with $r = 3.0$ was applied. The effect of the regularization on the matrix elements of the individual sensors is displayed in Fig. 14 as a color-map of the absolute values of the differences $(\mathcal{M}_{jk}^{-1})_{reg} - \mathcal{M}_{jk}^{-1}$. Indeed, the matrix elements of sensor $0x$ are most affected by the regularization.

Dynamic feedback stabilization with the regularized matrix increased the shielding factors as shown in Fig. 15. $\alpha_j = 1$ and $\alpha_j = 0.8$ were used for all $j$. The smaller spread of the shielding factor values indicates that the stabilization effect by dynamic SFC was more homogeneous at different sensor positions. The stability improved by factors of 4 to 30 at integration times greater than 10 s at almost all sensor positions. This demonstrates that using a regularized pseudoinverse matrix of proportionality factors is an effective way to take into account the entanglement of all sensors and coils and transfer the stabilization of the magnetic field at single feedback sensor positions to a larger volume.
D. SFC performance with 18 and 24 feedback sensors

We also investigated the influence of 18 and 24 feedback sensors on the SFC stabilization performance. Figure 16 shows the shielding factors achieved with 18 feedback sensors, \( r = 3.4, \chi_i^2 = 1, \) and \( \chi_i^2 = 0.55 \) for all \( j \). For feedback, three sensors of FG 1 and FG 5 and two sensors each of FG 2, FG 3, FG 4, FG 6, FG 7, and FG 9 were selected. The achieved shielding factors cover a range from 2 to 50 for \( \tau > 10 \) s, comparable to the regularized case with 12 sensors.

Figure 17 shows the shielding factors achieved with 24 feedback sensors, \( r = 3.4, \chi_i^2 = 0.9, \) and \( \chi_i^2 = 0.56 \) for all \( j \). Only sensors 6y, 5z, and 6z were not used for the feedback. The behavior is slightly different compared to the 18-sensor feedback. The shielding factors are quite low for \( \tau < 10 \) s which is probably caused by picking up noise of higher multipole order which cannot be compensated by the present system. Opening and closing of shutters or valves in the nEDM experiment with operation times of a few seconds could be the source of this noise. For \( \tau > 20 \) s, the shielding factors increased and reach a similar level as for the 12- and 18-sensor feedback. The observed shielding factors agree with amplitude suppression of single-disturbance events, as, e.g., shown in Fig. 3.

E. SFC performance with large field changes caused by remote sources

The highest shielding factors observed so far were during the approximately hour-long magnetic field changes during ramping of the neighboring superconducting magnets...
SULTAN or EDIPO. These events cause a field change of up to 30 μT at our experiment position in case of a full 12 T ramp. The two remote magnetic field sources differ in stray field magnitude, but have only small higher order multipoles at the position of our experiment. Therefore, the SFC system can compensate for these perturbations very well, as shown in Fig. 18. As Fig. 4 shows the observed field values in a single sensor during a SULTAN ramp outside and inside the Mu-metal shield and also the achieved compensation with the SFC system. Nevertheless, the ramp can only be attenuated, the remaining field change, in spite of dynamic SFC, can be up to 2 μT at single sensor positions outside the shield. A dedicated coil system which creates the particular compensation fields for SULTAN or EDIPO would be necessary in order to fully offset those ramps. However, with an idealization procedure as described in Ref. 23, the absolute value, as well as the three components of the magnetic field inside the Mu-metal shield, were reproduced to within a few hundreds of pT of the values before the ramp, as measured with scalar and vector magnetometers inside the Mu-metal shield. The observed shielding factors up to about 100 show the potential of the applied method for remote disturbances.

VI. CONCLUSIONS AND OUTLOOK

We have shown that the SFC reduces and stabilizes the magnetic field around and inside the Mu-metal shield of our apparatus. This is important for conducting the nEDM measurements, specifically in the time range from 100 s to 300 s. When using a simple feedback algorithm without implementation of a matrix of proportionality factors, high shielding factors were achieved only at the locations of the chosen feedback sensors. The obtained shielding factors in the control volume ranged from 2 to 5. At magnetically quiet times, such a simple feedback type even decreased the field stability slightly.

The shielding factors were increased to values of 3 to 50 by including a regularized pseudoinverse matrix of proportionality factors. No significant difference was observed in the quality of the magnitude of the shielding factors at stabilized and non-stabilized sensor positions. Furthermore, comparable results were achieved at magnetically noisy periods and at quiet times.

We have shown that in our setup, the shielding factors do not improve when the number of feedback sensors is increased from 12 to 18 or to 24. On the contrary, the shielding factors for short integration times (τ < 10 s) decrease with increasing number of feedback sensors, which may pick up very localized higher-order multipole magnetic noise.

In the case of remote magnetic disturbances containing no, or only small higher-order, multipole contributions, shielding factors of up to 100 were achieved.

The performance of the SFC system could be extended to compensate for higher multipole field perturbations by increasing the number of coils in the system. R&D for systems with a larger number of coils and field sensors are being pursued, together with further refinement of the SFC feedback model.

ACKNOWLEDGMENTS

The Paul Scherrer Institute and ETH Zürich gratefully acknowledge the support of the Swiss National Science Foundation under Grant Nos. 200021_126562, 200020_144473, 200021_138211, 200020_149211, and CRSII2_144257. University of Fribourg acknowledges financial support by Grant 200020_140421 of the Swiss National Science Foundation. K. U. Leuven acknowledges the support of the Fund for Scientific Research Flanders (FWO) and Project GOA/2010/10 of K. U. Leuven. L. P. C. Caen and L. P. S. C. Grenoble acknowledge Grant No. ANR-09-BLAN-0046. Jagellonian University Cracow acknowledges support by the Foundation for Polish Science—MPD program, co-financed by the European Union within the European Regional Development Fund, and by the National Science Centre, Poland, under Grant No. 2012/04/M/ST2/00556. The contribution of TU München in the beginning of the project is acknowledged.


FIG. 18. Shielding factors from a typical compensation of the ramp of the SULTAN or EDIPO facility with a 24-sensor feedback. 12- or 18-sensor feedback yielded comparable results. Plot description as in Fig. 12; feedback sensors plotted with dashed lines.